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Calibrated by

VA M -l =

Date of receipt Year Month Day
O B 5 &0 o SHG T oo
Date of Calibration Year Month Day
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Calibration Institution Record No: [2014] #7 &t F: (¢8) F0015

k. HTE BT LRXIHSGATEEIESS

Add. No 8.HuaGong road.LiHai town,ShangYu district,ShaoXing.Zhejiang.china

Hi% (tel) 0575-88132742

RIS (Tel) : 0575-88132732
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Certificate No. 5 66-002
SHAO XING TEST INSTITUTE OF QUALITY AND TECHNICAL SUPERVISION 8220056 <
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Main equipment of measurement used in this calibration
FRAEE/ EREFR | "
£4 | MEEE | /RAripgE | POVIER |G AU
Name Measuring range uncenajntyc:rw;,ggéuracymasg arganization Certificate No./Due date
[¢] g
RIRREIRGG B | & 190720 | SBRE (50.1C, 4=2; | WRLHIFEFEEDE |RG-20210502108.
REFRE R -00) ki | BAF (=1L 1%RH, A=2 b RG-20210600032
g 2022-05-16
R s . FEEH:
Place&Environmental conditions of the calibration
MR FEHERE
Place
mE: 2.5 °C JREE: 58 %RH RSE: .
Temperature Humidity Atmospheric pressure
KESR:
Result of Calibration
WERE | EBERE EWE | RERE T RZE | RESSRE IR LN L
Q) (0 (C) (C) (°C/30min)
5.0 +0.04 -1.96 1.34 +0.38
ARG R B EE: U=04C k=2
UTZEH
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Statement:  The certificate shall not be reproduced except in full , without the written approval of the labaratory.
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The data are valid only for the instrument(s)




